Development of an Immunosorbent for Solid-Phase NMR-Based Assay.
The conditions for constructing an immunosorbent reagent for solid-phase NMR analysis were optimized. For this purpose, we increased the area of ​​the sensitized portion of the membrane to fit the relaxometer coil size and added the agent sorption buffer. This provided the penetration of the anti-ligand molecules into the membrane thickness and their uniform distribution.